[Dose-effect measurements as a basis for computer-assisted dose distribution planning in brachytherapy].
A measuring unit is presented for the measurement of dose rate values around an iridium-192 source. The values determined by measurements are compared to the calculated values. Both show a good conformity, so they can be used as basis for a computer program.